Background {#Sec1}
==========

Radiation therapy is a common treatment modality for localized prostate cancer \[[@CR1], [@CR2]\]. The image-guided intensity-modulated radiotherapy (IG-IMRT) with either conventional or hypofractionated schedules is now the standard technology, and the incidences of acute and late gastro-intestinal (GI) and genito-urinary (GU) toxicities are considerably lower than before \[[@CR1]--[@CR4]\]. Nowadays, the risk of GI toxicities in IG-IMRT is further reduced by advanced technology such as rectal spacer \[[@CR5]\]. Although the incidence of GU toxicities is sufficiently low in recent studies \[[@CR4], [@CR6]\], a small proportion of patients still may experience GU toxicities \[[@CR7], [@CR8]\]. Recently, urethra-sparing radiotherapy (USRT) using IG-IMRT, in which the dose to the prostatic urethra (Fig. [1](#Fig1){ref-type="fig"}) is intentionally reduced, is attracting attention and reported as an attempt to minimize GU toxicities furthermore \[[@CR9]--[@CR12]\]. For example, Shimizu et al. have proposed USRT for prostate cancer \[[@CR10]\] using fluoroscopic real-time tracking technology, called real-time tumor-tracking radiotherapy, and three fiducial gold markers with the accuracy of ±1--2 mm \[[@CR13]--[@CR18]\]. However, it is still not clear whether significant urethral sparing is feasible without deterioration in tumor control by IG-IMRT even if it would be desirable. Fig. 1Illustration of the normal anatomy and three segments of prostatic urethra as defined and used in this study. The prostatic urethra is defined as the urethra in the prostate, i.e., from the bladder to the prostate/pelvic floor border, as shown on computed tomography. The superior segment is defined one-third of all prostatic urethra to the bladder side, and the inferior segment is the portion to the pelvic floor side. Each segment is divided evenly

The essential technical problem to be solved in USRT is the identification of the urethra in the prostate gland when planning for radiation treatment \[[@CR19]\]. Since the density of the urethral wall on computed tomography (CT) images is the same as the prostate gland, the geometric center of the prostate has been used as a "surrogate urethra" \[[@CR20]\]. The position of the Foley catheter in the prostate gland has also been used as the basis of the urethral position in CT planning \[[@CR21], [@CR22]\]. However, there is also a concern that the Foley catheter may rotate or shift the physiological position of the urethra from the actual position of the "urethra without the catheter" \[[@CR12], [@CR21]\]. As a result, if a Foley catheter is used in CT for treatment planning but not in the actual delivery of USRT, there is a risk of introducing discrepancies in the urethral position and dose distribution between the planned treatment and the actual treatment. Magnetic resonance imaging (MRI) is expected to be useful for this purpose \[[@CR23], [@CR24]\], but the reported inter-observer variation in the male pelvic anatomy on MRI is not negligible \[[@CR24]\].

Shimizu et al. have developed a unique CT planning method in this regard by contouring the urethra with a soft, thin guide-wire in addition to the Foley catheter in the treatment planning for USRT \[[@CR10]\]. However, they did not provide further details of the method. Thus, the present study aimed to investigate the magnitude of the positional discrepancy between the urethra with the Foley catheter plus guide-wire and the urethra with only the guide-wire in the CT for treatment planning.

Methods {#Sec2}
=======

Image acquisition (Fig. [2](#Fig2){ref-type="fig"}) {#Sec3}
---------------------------------------------------

Three gold fiducial markers (2.0 mm diameter) were inserted around the prostate gland, i.e., one at the apex of the prostate and two at the left and right of the base of the gland. Fig. 2Flowchart of the image acquisition, contouring, and calculation. Flow chart of the procedures is shown in the left side. Representative images are shown in the right side for each procedure. Please see sections *Image acquisition* and *Contouring and Calculation* for details

One week later, MR and CT images were acquired for treatment planning with the following procedures. 2.A 12-French Foley catheter (4.0 mm outer diameter, Bardia® Biocath® Foley Catheter, Medicon Co., Tokyo) was inserted into the urethra after urination and defecation. After complete urination, 50 mL of sterile normal saline was introduced into the bladder.3.MRI of the pelvis was performed to contour the prostate gland and other structures as the clinical target volume \[[@CR25]\] with the urethral Foley catheter in place.4.Following the MRI, a soft and thin guide-wire (0.46 mm diameter, Radifocus® Guide-wire M, TERUMO Co., Tokyo) was inserted into the urethral Foley catheter.5.CT of the pelvis was performed with the guide-wire inside the urethral Foley catheter, and we called the CT image sets as RT-CT (1).6.As the guide-wire was retained in the urethra, the outer sheath, i.e., urethral Foley catheter, was removed from the patient.7.Another CT of the pelvis was performed only with the guide-wire remaining in the urethra, as the urethral Foley catheter was already removed. We called the CT image sets as RT-CT (2).

Each of the RT-CT images was obtained in 1.25-mm-thick slices of the whole prostate gland and seminal vesicles. The time interval between the start of RT-CT (1) and RT-CT (2) was set to 2 min for all patients.

Contouring and calculation (Figs. [2](#Fig2){ref-type="fig"} and [3](#Fig3){ref-type="fig"}) {#Sec4}
--------------------------------------------------------------------------------------------

The contouring was undertaken by the same radiation oncologist (YD) and checked by a different more senior radiation oncologist (KN) to maintain consistency. Two sets of RT-CT images were then transferred to a treatment planning system, Pinnacle^3^ (Phillips Medical Systems, WI, USA).Three-dimensional (3D) rigid image fusion and 3D reconstruction of RT-CT (1) and RT-CT (2) was performed using three fiducial markers to fit the coordinates of the two image sets.Then, 1.25-mm-thick images from the reconstructed RT-CT (1) were regenerated, and we named the reconstructed RT-CT (1) as recRT-CT (1).The catheter in the slices of recRT-CT (1) was contoured as a round region of interest (ROI) with 4 mm diameter assuming the guide-wire in the urethral catheter on the recRT-CT (1) as the center of the catheter, and we called this ROI as urethra-C.Then, 1.25-mm-thick images from the reconstructed RT-CT (2) were regenerated, and we named the reconstructed RT-CT (2) as recRT-CT (2).The guide-wire in the recRT-CT (2) was contoured as a round ROI with 2.0 mm diameter assuming the guide-wire on the recRT-CT (2) as the center of the guide-wire, and we called the ROI as urethra-G.Two high-density spots of a guide-wire in the catheter in the recRT-CT (1), i.e., urethra-C, and a guide-wire in the recRT-CT (2), i.e., urethra-G, are visualized clearly in the fusion images.The two-dimensional (2D) displacement to the center of the urethra-C from that of urethra-G was calculated on each slice of fusion images (Fig. [3](#Fig3){ref-type="fig"}). In this study, the difference in millimeters between urethra-C and urethra-G was called "C-G discrepancy". Fig. 3Illustration of the definition of "C-G discrepancy". On the top image, the red point shows the center of urethra-C defined as coordinates *Xc* and *Yc,* and the blue point shows the center of urethra-G defined as coordinates *Xg* and *Yg*. The "C-G discrepancy" is calculated from the coordinates of the center of the ROI for urethra-C and urethra-G along the antero-posterior direction and the left-right direction. Two-dimensional (2D) direct distance between urethra-C and urethra-G are calculated using these distances. On the lower box, the definition of the "C-G discrepancy" is shown. R↔L, left-right direction; A↔P, anteroposterior direction; direct distance, 2D direct distance

The C-G discrepancies in the coordinates along the anteroposterior (AP, ventral-dorsal) direction, that along the left-right (LR) direction, and the difference in the 2D direct distance were calculated in each slice. The mean of these C-G discrepancies was calculated for the whole prostatic urethra and for the subgroups of the superior, middle, and inferior segments in each patient (Fig. [1](#Fig1){ref-type="fig"}).

In Fig. [4](#Fig4){ref-type="fig"}, top images show a case where the "C-G discrepancy" is small, while the bottom images show a case where the "C-G discrepancy" is large. Fig. 4Representative patients with a small and with a large "C-G displacement". The left image shows the recRT-CT (2) with urethra-G (blue). The middle image shows the fusion image of recRT-CT (1) and recRT-CT (2) with urethra-G (blue) and urethra-C (red). The right image shows the 3D view of urethra-G and urethra-C with the ROI for the prostate (yellow), bladder (blue), and rectum (brown). The broken line (dark blue) shows the height level of the RT-CT slices in the left and middle images. The "C-G displacement" was small throughout the whole prostatic urethra in patient **a**. On the contrary, the "C-G' displacement" was apparent at the middle and large at the superior segment in Patient **b**

The clinical target volume was determined based on MR images. Since the soft and thin guide-wire in the Foley catheter has little effect on the position of the catheter, the position of catheter in MR images was nearly identical to the position of the catheter in RT-CT (1). Therefore, we have not used the positional data of the catheter obtained from MR images.

Patients and ethics {#Sec5}
-------------------

The analysis was performed retrospectively for patients who had received IMRT for localized prostate cancer without a history of prostatectomy. A total of 163 consecutively registered patients treated between December 2011 and June 2017 in one institution were eligible for inclusion in this study. The study was approved by the Institutional Review Board of Hokkaido University Hospital for Clinical Research, number 017--0475 and was also registered with UMIN (number 000036512).

Statistics {#Sec6}
----------

We used Mann-Whitney's U test to compare the distribution of the mean "C-G discrepancy" between the AP direction and LR direction in the whole urethra for all patients and each T stage (T1, T2, and T3/T4). The test was also performed at the superior, middle, and inferior segments in all patients. The variance of the mean "C-G discrepancy" was also compared by two-tailed F-test among the three segments in the AP and LR directions. The significance level was set at 0.05 in both tests.

Significant displacement, or significant "C-G discrepancy," was defined as follows: Since the effect of the prostate motion during RT-CT (1) and RT-CT (2) had to be smaller than 1.0 mm after the rigid image registration of the three gold markers, and as the urethral catheter has a 2.0-mm outer radius, which may be assumed as \< 2.0-mm inner radius, we determined that ≥3.0 mm "C-G discrepancy" should be regarded as a significant displacement.

The incidence of significant displacements was investigated slice by slice. We set four criteria to report the incidence of significant displacements, i.e., the number of patients who displayed a significant "C-G discrepancy" in one or more RT-CT slice, ≥10%, ≥20%, or ≥ 50% of the RT-CT slices in the whole prostatic urethra and called those as "one-slice criteria," "10% criteria," "20% criteria," and "50% criteria", respectively. The same criteria were used in the analysis of the incidence of significant displacements in each segment of the prostatic urethra. We used the McNemar test with the Bonferroni correction to compare the ratio of patients who met each criterion. The significance level was set at 0.0167 by the Bonferroni method, and a significant trend where the *p*-value was between 0.0167 to 0.05 was also identified. All tests were performed with JMP Pro 13.1.0 (SAS Institute, Cary, NC, USA).

Results {#Sec7}
=======

Of 163 eligible patients, eight patients were excluded for the following reasons: cancer infiltration into the urethra (*n* = 2), refusal to urethral catheter insertion (*n* = 2), insertion was attempted but the insertion of the urethral catheter failed (*n* = 2), the guide-wire was accidentally removed before recording the second CT (*n* = 1), and accidental examination without the guide-wire at the second CT (*n* = 1). The 155 remaining patients were evaluated (Table [1](#Tab1){ref-type="table"}). Patients characteristics are shown in Table [1](#Tab1){ref-type="table"}. A total of 5531 CT slices for the 155 patients were evaluated. Table 1Characteristics of the 155 patients in this studyNumber of patients / RT-CT slicesPatients / RT-CT slices155 / 5531Age (years old)Median (range)71 (53--86)T stage (%)197 (62.6)239 (25.2)318 (11.6)41 (0.6)Gleason Score (%)623 (14.8)774 (47.7)827 (17.4)930 (19.4)101 (0.6)Number of RT-CT slices per patient (slices)Median (range)36 (25--54)Prostate volume (cm3)Median (range)50.0 (21.4--126.7)Length of the urethra contoured as the organ at riskWhole urethra (mm)Median (range)45.5 (31.9--71.5)Superior segment (mm)Median (range)15.2 (10.1--28.0)Middle segment (mm)Median (range)15.1 (10.2--22.8)Inferior segment (mm)Median (range)15.2 (10.4--26.7)

The median (range) of the mean "C-G discrepancy" of the whole prostatic urethra was + 1.3 mm (+ 6.3 mm to − 5.2 mm) when we assumed that the anterior direction is the positive direction and the posterior is the negative direction (Table [2](#Tab2){ref-type="table"}). Figure [5](#Fig5){ref-type="fig"}(a) shows the distribution of the mean "C-G discrepancy" in the whole urethra along the AP direction and along the LR direction. There was a statistically significant difference in the distribution of the mean "C-G discrepancy" between the two orthogonal directions (*p* \< 0.0001). This suggests that the urethral catheter was displaced anteriorly more often than posteriorly, whereas the incidence of lateral displacement was similar in the left and right directions. Figure [5](#Fig5){ref-type="fig"}(b) shows that the difference in the distribution of the mean "C-G discrepancy" between the two orthogonal directions was significant among T1 (*p* \< 0.0001), T2 (*p* \< 0.0001) and marginally significant among T3/T4 diseases (*p* = 0.052). Table 2The median and the range of the mean C-G discrepancyProstate UrethraWholeSuperior segmentMiddle segmentInferior segmentNumber of patients155155155155Anterior --Posterior directionMedian (mm)1.31.41.41.2Range (mm)Anterior (+)6.38.36.44.9Posterior (−)−5.2−6.9−5.2−3.4Lateral directionMedian (mm)0.1−0.20.10.1Range (mm)Left (+)4.17.23.53.6Right (−)−2.8−6.9−3.1−2.9Direct distanceMedian (mm)2.02.01.71.8Min (mm)0.30.20.40.3Max (mm)7.611.07.25.1The C-G discrepancy is the difference between the center of the ROI of the urethral catheter (C) and that of the guide-wire (G) on each RT-CT slice. The coordinate of the urethral catheter minus that of the guide-wire is shown as the difference Fig. 5Two-dimensional scatter plots and box plots of the mean urethral displacement of the whole urethra. (**a**) All patients. (**b**) Patients with T1, T2, and T3/4 diseases, respectively. The left image (red) shows the displacement along the anteroposterior (AP) direction and the right image (blue) shows that along the left-right direction (LR). On the box plots, the center line in the box indicates the median, and the upper and lower lines of the box indicate the third and first quartiles, respectively. The maximum and minimum of the whisker indicate the "third quartile + 1.5×IQR" and the "first quartile + 1.5×IQR." *IQR, interquartile range.* The distribution of the mean C-G discrepancy between the anteroposterior (AP) direction and left-right (LR) direction were compared by Mann-Whitney's U test for all patients (**a**) and each T stage (**b**). A *p*-value less than 0.05 was considered statistically significant

The median and range of the mean "C-G discrepancy" was compared among the superior, middle, and inferior segments (Table [2](#Tab2){ref-type="table"}). Statistically significant differences in the distribution of the mean "C-G discrepancy" were found between the two orthogonal directions at the superior, middle, and inferior segments, respectively (*p* \< 0.0001) (Fig. [6](#Fig6){ref-type="fig"}). The variance of the mean "C-G discrepancy" was significantly larger at the superior segment than at the middle (*p* \< 0.0001) and inferior (*p* \< 0.0001) segments both along the AP direction and along the LR direction. Fig. 6Two-dimensional scatter plots and box plots of the mean urethral displacement in each segment. The 2D scatter plots and box plots are displayed for each segment: superior (left images), middle (middle images), and inferior (right images) segments. The AP images (red) show the displacement along the AP direction and LR images (blue) show that along the LR direction. On the box plots, the center line in the box indicates the median, and the upper and lower lines of the box indicate the third and first quartiles, respectively. The maximum and minimum of the whisker indicate the "third quartile + 1.5×IQR" and "first quartile + 1.5×IQR." *IQR, interquartile range.* The variance of the mean C-G discrepancy between the superior segment and the middle or inferior segment in the anteroposterior and left-right directions were compared by two-tailed F-test. A *p*-value less than 0.05 was considered statistically significant. AP, anteroposterior; LR, left-right

Table [3](#Tab3){ref-type="table"} shows the incidence of the significant displacements. The number of patients who met the "one-slice criteria" was 61 (39.4%) toward the anterior direction and 84 (54.2%) in the 2D direct distance. The incidence of significant displacements toward the posterior direction where patients met the "one-slice criteria" was 5 (3.2%). The number of patients who met the "10% criteria," "20% criteria," and "50% criteria" toward the anterior direction was 51 (32.9%), 36 (23.2%), and 9 (5.8%), respectively. The incidences toward the left and right was less common than the anterior direction but more common than the posterior direction. The incidence of significant displacements as the 2D direct distance showed similar trends as those toward the anterior direction. Table 3The number and the proportion of patients who met the criteriaCriteriaDirectionNumber of patients at riskWhole RT-CT slicesRT-CT slices at superior segmentRT-CT slices at middle segmentRT-CT slices at inferior segment36 (25--54) slices12 (8--18) slices13 (9--18) slices12 (8--18) slices1 or more RT-CT slicesAnterior (+)15561 (39.4%)41 (26.5%)19 (12.3%)24 (15.5%)Posterior (−)1555 (3.2%)4 (2.6%)4 (2.6%)2 (1.3%)Left (+)15515 (10.3%)12 (7.7%)1 (0.6%)3 (1.9%)Right (−)15516 (9.7%)15 (9.7%)3 (1.9%)1 (0.6%)2D distance15584 (54.2%)65 (41.9%)40 (25.8%)38 (24.5%)10% or more RT-CT slicesAnterior (+)15551 (32.9%)39 (25.2%)17 (11.0%)22 (14.2%)Posterior (−)1554 (2.6%)4 (2.6%)3 (1.9%)1 (0.6%)Left (+)15511 (7.1%)11 (7.1%)1 (0.6%)3 (1.9%)Right (−)1557 (4.5%)11 (7.1%)2 (1.3%)1 (0.6%)2D distance15577 (49.7%)62 (40.0%)37 (23.9%)34 (21.9%)20% or more RT-CT slicesAnterior (+)15536 (23.2%)38 (24.5%)14 (9.0%)18 (11.6%)Posterior (−)1554 (2.6%)4 (2.6%)3 (1.9%)1 (0.6%)Left (+)1557 (4.5%)8 (5.2%)1 (0.6%)2 (1.3%)Right (−)1555 (3.2%)10 (6.5%)2 (1.3%)1 (0.6%)2D distance15556 (36.1%)61 (39.4%)31 (20.0%)29 (18.7%)50% or more RT-CT slicesAnterior (+)1559 (5.8%)27 (17.4%)9 (5.8%)12 (7.7%)Posterior (−)1551 (0.6%)4 (2.6%)1 (0.6%)1 (0.6%)Left (+)1550 (0.0%)4 (2.6%)1 (0.6%)1 (0.6%)Right (−)1551 (0.6%)9 (5.8%)0 (0.0%)1 (0.6%)2D distance15520 (12.9%)51 (32.9%)18 (11.6%)22 (14.2%)The criteria were the number and the ratio of RT-CT slices in each patient which showed the calculated coordinate of the urethral catheter minus that of the guide-wire as 3.0 mm or larger in the corresponding direction

There were 41 (26.5%), 19 (12.3%), and 24 (15.5%) patients who met the "one-slice criterion" toward the anterior direction in the superior, middle, and inferior segments. The incidence of significant displacements toward the posterior direction in patients who met the "one-slice criteria" was 4 (2.6%), 4 (2.6%), and 2 (1.3%) in each segment. The largest number of patients who met the "one-slice criterion" in the 2D direct distance in the superior, middle, and inferior segments was 65 (41.9%), 40 (25.8%), and 38 (24.5%), respectively.

There were 38 (24.5%), 14 (9.0%), and 18 (11.6%) patients who met the "20% criterion" toward the anterior direction in the superior, middle, and inferior segments, respectively. There were 61(39.4%), 31(20.0%), 29(18.7%) patients who met the "20% criterion" in the 2D direct distance in each segment. There were 27 (17.4%) and 51 (32.9%) patients who met the "50% criterion" toward the anterior direction and in the 2D direct distance in the superior segment.

The results of the statistical comparison using the McNemar test for the incidence of significant displacements between different segments are shown in Fig. [7](#Fig7){ref-type="fig"}. Significantly larger proportions of patients met the criterion for anterior displacement at the superior segment than at the middle segment. The anterior displacement at the superior segment was marginally or significantly more frequent than at the inferior segment. Significantly larger proportions of patients met the criterion for lateral displacement, both in the left and right directions, and at the superior segment rather than at the middle segment. The lateral displacement at the superior segment was marginally or significantly more frequent than at the inferior segment. No significant differences were shown in the comparison between the middle and inferior segments at any direction and in the direct distance. The results of the larger difference in the 2D direct distance reflect the results along the two orthogonal directions. Fig. 7Results of the McNemar test of the number of patients who met the criteria Detail of the criteria is shown in the left column. The McNemar test was performed between each of the different segments of the prostate urethra. The significance level was set at *p* \< 0.0167 (red plus lattice-patterned area), significant trends at 0.0167 ≦ *p* \< 0.05 (yellow plus stripe-patterned area), and absence of significance at ≦0.05 (light blue area) by the Bonferroni method

Discussion {#Sec8}
==========

To the best of our knowledge, the present study is the first to investigate the discrepancy between the three-dimensional position of the urethra with a Foley catheter and that of the urethra with a guide-wire. The urethra with a catheter was significantly displaced from the urethra with a guide-wire in many occasions. The number of patients who experienced large anterior displacement with the catheter was significantly larger at the superior segment than at the middle or inferior segment.

This leads to the question of whether it is possible to describe the "urethra with a guide-wire" as the better "surrogate urethra" than the "urethra with a Foley catheter." The significant C-G discrepancy suggests that the Foley catheter itself displaces the urethral position because of its rigidity. The guide-wire would not influence the actual position of the urethra at rest so much by its rigidity and thickness. However, the guide-wire may be too thin to represent the center of the urethra since it can move in the urethral lumen, which has an "inverted V" shape in MRI micturating urethrography \[[@CR26]\]. Therefore, it is not possible to know whether the guide-wire alone is better than the Foley catheter to represent the actual position of the urethra at rest in general.

Merrick et al. used the catheter or the geometric center of the prostate to estimate the urethral position \[[@CR27]\]. Waterman et al. used the geometric center on CT scans as a "surrogate urethra," and Bucci et al. used the surrogate position deviated from the geometrical center on CT scans \[[@CR20], [@CR28]\]. Lee et al. have suggested that the Foley catheter is located anterior to the geometric center with the mean discrepancy of 12, 4, and 2.5 mm at the superior, middle, and inferior segments of the prostatic urethra, respectively, after the 125-I implantation \[[@CR21]\]. Nilsson et al. investigated the discrepancy of the Foley catheter and the geometric center by ultrasound and found that catheter displacement was mostly toward the anterior direction \[[@CR29]\]. These studies suggest that the "urethra with a Foley catheter" is often located anterior to the geometric center of the prostate. In addition, the results may have suggested that the Foley catheter in the urethra itself has changed the actual position of the urethra at rest. A recent study by Litzenberg et al. showed that removing the Foley catheter from the urethra caused significant prostate rotation \[[@CR12]\].

The PRV for the prostate urethra in USRT should take into account urethra displacements estimated in the present study. While the incidence of significant displacements in the 2D direct distance at the middle and inferior segments was smaller than that in the superior segment, it was not negligible. Therefore, we are now considering that only when the C-G discrepancy is \< 2.0 mm that the positions of the urethra-G and urethra-C are sufficiently reliable to determine the PRV of the urethra. The PRV margin for urethra-G is set at 2.0 mm considering a possible displacement of the guide-wire in the urethral lumen. If the C-G discrepancy is \> 2.0 mm, we cannot recommend using urethra-G or urethra-C to make the PRV. Although this is not a perfect solution, this study showed that it is preferable to use both RT-CT (1) and RT-CT (2) to determine the PRV for the urethra at rest, and this would provide more confidence in the treatment planning for USRT. As a result, many patients are not good candidates for USRT because we cannot make a reliable PRV at the superior segment.

Although the "urethra with a Foley catheter" is referred to be used as the ground truth in the GEC/ESTRO-EAU recommendations \[[@CR22]\], the present study suggested that the "urethra with a Foley catheter" is not a suitable "surrogate urethra" in general. Recently, population-based prediction methods of the prostate urethral position are published using CT image set or ultrasound image set \[[@CR30], [@CR31]\]. Acosta et al. proposed a sophisticated method but used the urethra with a Foley catheter as the ground truth in their analysis \[[@CR30]\]. Halperin et al. suggested the risk of dislocation of the urethra with the catheter in brachytherapy using ultrasound images, but it is difficult to use ultrasound image for external beam USRT \[[@CR31]\].

In the future, with the use of advanced MRI in the treatment planning or MRI-guided treatment, the urethra may be visualized well \[[@CR32]\]. Rai et al. have recently shown that dynamic MRI during micturition can visualize the actual position of the "urethra without a Foley catheter" in a patient \[[@CR26]\]. One may expect that MRI micturating urethrography is suitable to find the actual position of the urethra at rest, but the method requires more definitive attention to anatomical differences in the positions of the bladder and prostate during micturition when compared with the position at rest.

This study has several shortcomings. First, we have not taken MRI in the identification of the urethra without Foley catheter to avoid prolonging the examination time for each patient. Second, the C-G discrepancy can change daily even in the same patient. The daily variation of the C-G discrepancy in the same patient should be investigated in more detail in future study. The 2-min difference between RT-CT with and without the Foley catheter has the potential to change the location of the prostate and urethra. The urethra may not return to the actual position without the catheter from its position with the catheter within the 2-min interval. The filling of the bladder by urine or movement of gas in the rectum may also change the position of the prostate within the 2-min interval. However, since the position of the prostate was recorded three-dimensionally using three fiducial markers between the initial CT and the second CT, the influence of the motion of the prostate gland would be minimal.

Conclusions {#Sec9}
===========

Radiation oncologists and medical physicists have to be aware that the urethral position with the Foley catheter is different from the urethral position with thin and soft guide-wire at ≥3.0 mm in a proportion of patients with prostate cancer. This should be taken into account for the PRV of the urethra to ensure precise radiotherapy such as in urethra-sparing radiotherapy. When individualized precise treatment planning is required, such as in USRT, it is advantageous to use both the Foley catheter and the guide-wire in the same patient in the treatment planning. Only when the C-G discrepancy is \< 2.0 mm in each of the RT-CT slices that the use of either of urethra-G or urethra-C is acceptable with some confidence when determining the PRV.
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